MBX?2 Instrumentation Line Continuity Test
Report



Sheet 1 of 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box “ _é"__” LOX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics Wire 11 C40 32 Pin AFTETL G -10e
Module Connector APELDIP 6 A
TT8311 .
M25 #1 (I+) Yellow #3 /O \ /
TT8311 (I-)
#2 Green . #4 /,, 0 / /
TT8311
#3 (V+) Black # /. O / /
TT8311
#4 (V-) Red #2 /o D (
TT8321 .
45 (1) Yellow #7 /o O \
TT8321 (1) ;
#6 Green #8 /s & \
TT8312 )
#7 (V+) Black 49 [ O
TT8312 (I-) ,
#8 Green #12 /. % \
TT8312 ,_
#9 (4) Yellow | #11 /. O }
TT8321
#10 (V-) Red #6 /.0 /
TT8321 -»
#11 (V+) Black #5 o, /
TT8312 |
#12 (V-) Red #10 /O !
TT8322
#13 (It) Yellow | #15 /. O
TT8322 (I-) _
#14 Green #16 [0 /
TT8322 P V
#15 (V+) Black 413 /.0 \ (A
TT8322 . S N
#16 (V-) Red #14 /0
Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev. B
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Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-10620 Fax 708 / 425-2612

Box “_,Q_—__” LQX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics Wire Il C40 32 Pin AFTER. A5
Module Connector rLREADING LD
M26 #1 TTf’gfligﬂ #19 /. O J
0 TTéﬁfna-) #20 /0 / /
#3 ﬂg}gfailgvﬂ #17 /.0
w ™29 [ g0 |
TT8342 (I+) .
#5 Yellow #23 /- 0 \
6 | Gem | w4 [0 \
SR [. O \ /
! #8 TT&;@) #28 [ O \ I
#9 o | 427 /+0 \ ﬁ
#10 TTSiltzd(Vh) L #2 10 \ | \
o | ek | | /O \
#12 e | e [ O
s | veow | w1 | [0
- #14 TT?}iﬁgn(I) #32 /< O I
“#1S TTSB312a11£V O o /e // \
#16 Trsifeiitvq #30 /' d v \J/

-~ Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

} Test Report Form TR-1020A
Rev. B



‘Sheet 2 of 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box “Jé 7 LQX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics Wire II C40 32 Pin Betop e L)
Module Connector ST AT - b -0S
TT8332 (I+)
M26 #1 Yellow #19 /-/ / /
TT8332 (I-) / / / /
#2 Green #20
TT8332 (V+) ( /
#3 Black #17 / ‘ /
TT8332 (V-) \ (
- #4 : Red #18 / : /
TT8342 (I+)
#5 Yellow #23 / . / \ \
TT8342 (1-)
#6 Green #24 / . / \ \
TT834 (V+)
VL #7 Bﬁ'%k #25 [/ \
TT8313 (I-)
#8 Green #28 / /
TT8313 (I+)
#9 Yellow #27 / /
TT8342 (V-)
#10 Red : #22 /
TT8342 (V+) / / /
" #11 Black #21
TT8313 (V-) ' /
#12 Red #26 / / i
TT8323 (I+) / \
"#13 Yeilow #31 ./ /
TT8323 (I-) / { }
#14 . Green #32 / :
) TT8323 (V+4) | \ | /
_#15 Black - #29 . / | \W/
TT8323 (V-) :
#16 Red- #30 / ‘ / %U

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
SN # 47900002

Test Report Form TR-1020A
Rev. B



Sheet 1 of 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612
Box “ _7‘%_’ LOQX
(Cold Mass Thermometers)
Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms .
Hypertronics | Wire II C40 32 Pin BoForke ‘fw
Module Connector STVIAST - 0S5~
TT8311 g
M25 #1 (I+) Yellow 0 | J
TT8311 (I-) /
#2 Green #4 l ( i /
TT8311 \ /
#3 (V+) Black #1 l ¢ {
TT8311 [ ‘ \ /
#4 (V-) Red #2 [ ]
: TT8321 \ \
#5 (I+) Yellow #7 ‘ l
TT8321 (I-) \ \
#6 Green #8 ¢ {
: TT8312
) #7 (V+) Black #9 [ ’ \
TT8312 (I-)
#8 Green #12 ’ ¢ { /
TT8312
#9 (I+) Yellow #11 { . / /
TT8321 /
#10 (V-) Red #6 | . } g
TT8321 /
#11 (V+) Black #5 ] - /
TT8312 ' /
#12 (V-) Red #10 [ ]
TT8322 /
#13 (I1+) Yellow #15 / . /
. TT8322 (I-) /
#14 Green #16 / ‘ /
TT8322 B J ,
_#15 (V+) Black #13 [.] - /
TT8322
#16 (V-) Red #14 / ( / v

Multimeter Make and MTM Serial Number; FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A
Rev. B



Sheet 1 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Qak Lawn, Illinois 60453

CONTINUITY TESTING
MTM-MP-1020

Box« A - LQX Line SNMOX2 - 0&
{Main Magnet Voltage Taps)

708 7 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms .
HYPERTRONICS CERAMSEAL ' QQO AS) !
MODULE PLUG & WIRE —003Y 2 -20-05
M2 #1 A-1 EEIl111 ; )
1% / /~
#2 A-2 EEl121 ((9 ( (
#3 A-3 EEI211 & K \
#4 A-4 EE1221
o \
#5 A-5 EEI1311
ey
M3 #1 "A-6 EEI1222 B
=~ /
#2 B-1 EEI212 ,
S / |
#3 B-2 EEI1122
< /
#4 B-3 EE1112
S |
#5 B-4 FE1321 < \
M4 #1 B-5 EE1312 - \ /
{
)
#2 B-6 EEI322 e / /
£ :?
#3 C-1 EEl612 P / /
;
#4 C-2 EE1622
‘ g { /7 ‘h(‘/
#5 C-3 EEI512 < \Vj
<=

Multimeter Make and MTM Serial Number:

Test Report Form TR-1020A

FLUKE 85 MULTIMETER

S/N # 47900002

Rev. B



CONTINUITY TESTING

Sheet 2 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

MTM-MP-1020

Box« A » LQX Line SNMQx2 - OS5
(Main Magnet Voltage Taps)

708 / 425-9080
Fax 708 / 425-2612

r Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL Yo AS &7 aLb
MODULE PLUG & WIRE 2 -Z0-085
MS5 #1 C-4 EL1123 , - Y, ,
#2 C-5 EE1113 \
.S / [
#3 C-6 EE1422 c \ \
| 4
#4 D-1 EE1412 S—- \ \
#5 D-2 EE1522 g- \ \
M6 #1 D-3 EEI1213
3 S |
! #2 D-4 EEI1223 /
| ey
#3 D-5 EE1313
S /
#4 D-6 EE1323 g /
MBS #1 E-1 EE8121
< |
#2 E-2 EES8111 g /
#3 E-3 EE8122 < ]
%
/{
#4 E-4 EE8112 < N/ Y/

Multimeter Make and MTM Serial Number: FLLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A

Rev. B




SHICCL Ve v

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box “_A__" LQX Line S/N MQX2 - Qé_ -
(Corrector Magnet Voltage Taps)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL 30 AC &7 CLD
MODULE PLUG & WIRE 2 -30-65
M9 #1 E-5 EE8123 — _ ,
D / /
#2 E-6 EE8113 —
>
#3 F-1 EE$§223 < \ (
oo
#4 F-2 EE8323 —
2 =
M10 #1 F-3 EE8313 < \
#2 F-4 EE8423 = / \
\ [~
' #3 F-5 EE8413 e / \
LD
#4 F-6 EE8613 —
A~
[ ] i / _[
\Y% W
v

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
SN # 47900002

’ Test Report Form TR-1020A
Rev.B



Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box “ A ” LQX Line S/N MQX2 - Og

(Quench Protection Heaters)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL XO AR &J’( LD
MODULE PLUG & WIRE > -30-05
M17 #1 G-1 YT11117 .
(D
#3 G-2 YTI111- .
& :5
#5 G-3 YTI1217 -
h.'B
Mi8 #2 G-5 YT1112° =
#4 G-4 YT1121- 3
f
) M19 #1 G-6 YTI1112- 3
#3 H-1 YT11227 2
#5 H-2 YT1122- 3
M20 #2 H-4 YT1132- 2
¢ -
#4 H-3 YT1132" -
D

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

' Test Report Form TR-1020A
Rev. B



Sheet 2 01 O

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box “ ,Dr » LOX Line SN MQX2 - OS5
(Quench Protection Heaters, Warm-up Heaters)

Function Designatot, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL O AS 8.7
MODULE PLUG & WIRE 3-00-05
M21 #1 H-5 YT1142" - ]
¢ 3 / /
#3 H-6 YT1142-
3 / f
#5 1-1 YT1113"
, 3 /
M22 #2 I-3 YT11237 2, \
#4 -2 YT1113- 3 \
> \
M23 #1 -4 YT1123- = \ \
WARM-UP HEATERS \ \
M12 #1 I-5 EH8311" .
.3 | \
#2 I-6 EH8311- 2 ' \
#3 J-1 EHS8321°
.3 | |
#4 J-2 EH8321- -
L4 ':5 / _ - W}"
N4
Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev. B



CONTINUITY TESTING

Sheet© OT O

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

MTM-MP-1020

Box © B » LOX Line SN MQX2 - O%

(Warm-up Heaters)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS WIRE # Jo AS K77 | QD
MODULE 2 2005
M13 #1 J-3 EHS83127 2 /
o /
#2 J-4 EHS8312- 3 / /
#3 J-5 EH8322" 3 /
#4 J-6 EH8322- }
.3 /
M14 #1 K-1 EH8332" - \
[
#2 K-2 EH8332- -
.2 \ \
#3 K-3 EH8342" -
¢
#4 K-4 EHS8342- -
e B
M15 #1 K-5 EH8313" B \ \
#2 K-6 EH8313- = l
#3 L-1 EH8323" = \
#4 L-2 EH8323- ; / | J
& .. /

Multimeter Make and MTM Serial Number:

FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A

Rev. B



Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, lilinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box “ _[}__" LQX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics | Wire Il | C4032Pin 50 AS &7 CLD
Module Connector 2-20-05
TT8311
M25 #1 (I+) Yellow #3 '_/o ( /
TT8311 (I-) / /
#2 | Green #4 [ /
TT8311 f
43 (V+) Black #1 /-
TT8311 |
#4 (V) Red i [ /
TT8321 ,
#s (I4) Yellow L j,.,igt_}l\
TT8321 (I-)
#6 Grecn( #8 ( /" / ‘> \
TT8312 eamentanutl \
#7 (V+) Black #9 (-/
TT8312 (I-) , \
#8 Green #12 /- /
TT8312 / / \
#9 (I+) Yellow #11 [
TT8321
#10 (V-)Red #6 /-] \
TT8321
#11 (V+) Black #5 /l. / \
TT8312 ' . \
#12 | (V-)Red #10 [-/
| TT8322
#13 (I+) Yellow #15 [.]
TT8322 (1) .
#14 Green #16 / . !
TT8322 _
415 (V+) Black 413 (.|
TT8322
416 (V-) Red #14 [. ] v/

FLUKE 85 MULTIMETER
S/N # 47900002

Multimeter Make and MTM Serial Number:

Test Report Form TR-1020A
Rev. B




DHICCL 4 UL 4

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box “ Q ” LOX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics Wire I1 C40 32 Pin @6 a5 ‘0\’,7 C L0
Module Connector =20 /O,q
TT8332 (I1)
M26 #1 Yellow #19 / ' / /7 Y
TT8332 (I-) / ‘~ /
#2 Green #20 ,/ . /
TT8332 (V+) \ /
#3 Black #17 [ .|
TT8332 (V-) ,
. #4 | Red #18 (.0 \ k
TT8342 (I+)
45 Yellow #23 (.0 \
TT8342 (I-)
#0 Green #24 / - 0 \
- TT8342 (V+)
47 Black #25 [
| TT8313 (I-)
' 48 Green 428 (. |
TT8313 (I+)
#9 Yellow #27 (‘ /
TT8342 (V-)
#10 Red | a2 ] \
TT8342 (V+)
11 Black #21 [ ] \
TT8313 (V-) :
#12 Red #26 [ \
TT8323 (I+) ,
#13 Yellow #31 [ ] ] }
TT8323 (I-) '
- #14 Green #32 /- [ /
TT8323 (V+)
415 Black #29 [/ / /
1 TT8323(V-) ,
#16 Red| 430 [.] \7 4

Multimeter Make and MTM Serial Number: FLUKE §5 MULTIMETER
S/N # 47900002

| Test Report Form TR-1020A
Rev. B




sheet 1 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Iflinois 60453
CONTINUITY TESTING

MTM-MP-1020

Box * Q » LQX Line SNMQx2 - ( )S

(Main Magnet Voltage Taps)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS | CERAMSEAL 8O AS &3] D
MODULE PLUG & WIRE —~ 0034 3-30-08
M2 #1 A-1 EEl1111 (ﬂ / P
#2 A-2 EE112] Lﬂ /
#3 A-3 EEI1211 [p \
#4 A-4 EE1221 (0 \
#5 A-5 EEI311 (P \ \
| M3 #1 A6 EEI222 (a \ | \ -
- # 1 : ‘
‘ 2 B-1 EEI1212 (ﬁ \
#3 B-2 EE1122 S— }
#4 B-3 EEI112 — /
f D
#5 B-4 EE1321 '
Ll /J /
M4 #1 B-5 EEI312 = !
# B-6 EE1322 =
#3 C-1 EE1612 . (ﬂ
#4 C-2 EE1622 =S /
B ¢ e i ~ /
#5 C-3 EE1512 = W \

Multimeter Make and MTM Serial Number:

FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A

Rev. B

/



Sheet 2 OT 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box “ ﬁ " LQX Line SN MQx2 - ()G

(Main Magnet Voitage Taps)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL 50 AS ¥ 13
MODULE PLUG & WIRE _RA0-05
M5 #1 C-4 EE1123 CS

#2 C-5 EEI113

# C-6 EE1422 —

{/

#a D-1 EEl412 . \ /
A\
\

#5 D-2 EE1522 g—~

M6 #1 D-3 EEI1213 —
S \
! 42 D-4 EE1223
Y
#3 D-5 EE1313 -
S }
#4 D-6 EE1323 (5— /
M8 #1 E-1 EE8121 —
R |
# E-2 EE8111 = /
: |
#3 E-3 EES8122 S \ / J {
‘ \ .
#4 E-4 EE8112 g \14 A

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

' Test Report Form TR-1020A
Rev.B

St T




2OCCL T UL U

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, lllinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020
Box “ " LQX Line SNMOQx2- (09
(Corrector Magnet Voltage Taps)
Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms B
HYPERTRONICS CERAMSEAL ¥ AS K.13 cLO
MODULE PLUG & WIRE 32005
M9 #1 E-5 EE8123 =
¢ yd
#2 E-6 EE8$113 < / /
#3 F-1 EE8223 < { /
#4 F-2 EE8323 - \
PO
M10 #1 F-3 EE8313 —
= \
#2 F-4 EE8423 o \
=D
#3 F-5 EE8413 -
¢ w
#4 F-6 EFE8613 o
T CD
\\/ / /
LN
4
Multimeter Make and MTM Serial Number: FLURKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A

Rev. B



fyrere: —a o

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080

Fax 708 / 425-2612
CONTINUITY TESTING
MTM-MP-1020
Box “ »LQX Line SNMQx2 - 05
(Quench Protection Heaters)
Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms ,
HYPERTRONICS CERAMSEAL 30 RS &3 UEs)
MODULE PLUG & WIRE 2-30 -OF
M17 #1 G-1 YT11117 =2 / /
#3 G-2 YTI111- ~ /
€ <
45 G-3 YT1121° -
| 2 t
M18 #2 G-5 YT1112' LR \ \
#4 G-4 YT1121- -
3 \ \
, \ \
M19 #1 G-6 YT1112- L= \
#3 H-1 YT1122° = \
#5 H-2 YT1122- -
3 \
M20 #2 H-4 YT1132- = /
#4 H-3 YT1132° = /
- : i

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev. B



Sheet J 0L W

Meyer Tool & Mifg., Inc.

4601 W. Southwest Hwy., Oak Lawn, linois 60453

CONTINUITY TESTING

MTM-MP-1020

Box A »LOX Line SN MQX2 - =3

(Quench Protection Heaters, Warm-up Heaters)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS | CERAMSEAL Lo AS X3 | CLO
MODULE PLUG & WIRE 23-30-05
M21 #1 H-5 YT1142"
N ‘5 / /
#3 H-6 YT1142- = / /
#5 I-1 YT1113" _ 8 k
M22 #2 I-3 YT1123° = \
#4 -2 YT1113- 2 \
M23 #1 T-4 YT1123- 3 | \ \
I
WARM-UP HEATERS \ \
M12 #1 I-5 EH8311" .3 \ \
#2 -6 EHS8311- = \
#3 J-1 EH8321° - \ |
-
#4 1-2 EH8321- = } /
/ v
(V4 X/

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47500002

Test Report Form TR-1020A

Rev. B



Sheet O QL O

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box* A »LoXLinesnMoxz- 05

(Warm-up Heaters)

Function Designator, Tag Resistance Assembly Step By Date
y
Or Description ohms
HYPERTRONICS WIRE # 0 AS 13 Cao
MODULE 2305
M13 #1 J-3 EH83127 = o~
#2 J-4 EI8312- .5 / /
#3 1-5 EH8322" 3 \ /
#4 J-6 EH8322- = \
\ M14 #1 K-1 EH8332" = \
#2 K-2 EH8332- .
') . -.'g
#3 K-3 EH8342" 2
#4 K-4 EHS8342- ~
. D
MI15 #1 K-5 EH8313" Y \
) K-6 EH8313- - \
[+] L)
#3 L-1 EH8323"
.3 \
#4 L- 18323- B
L-2 EF .3 | \ /

Muttimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
' S/N # 47900002

Test Report Form TR-1020A
Rev. B



Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Hllinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box * _ﬁ_ LQX

(Cold Mass Thermometers)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics | Wire I | C4032 Pin ¥o AS K2 C D
Module Connector =2 2008
TT8311 /
M25 #1 (I1+) Yellow 3 | | /
TT8311 (I) ( /
#2 Green #4 l ‘
. TT8311 \
3 (V+) Black #1 | )
TI8311 \ (
#4 (V-) Red #2 ||
TT8321 | \
#5 (I+) Yellow #7 Lo
TT8321 (I-) \
#6 Green #8 l ! |
TT8312 : \
#7 (V+) Black #9 l . (
TT8312 (I-) . \
#8 Green #12 (.
TT8312
#9 (I+) Yellow 411 1.
TT8321
#10 (V-) Red #6 K
TT8321
#11 (V+) Black #5 .
TT8312
#12 (V) Red #10 L] I J
1 TT8322 {
#13 (I+) Yellow #15 ( ' [ B
TT8322 (1)
#14 Green #16 I ¢ l
TT8322 |
#15 (V+) Black #13 (] N )
TT8322 | .
#16 (V-) Red #14 . ' N

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Formn TR-1020A ,
Rev. B



CONTINUITY TESTING

SLICCL L vl L&

4601 W. Southwest Hwy., Oak Lawn, Hlinois 60453

MTM-MP-1020

Box “__#

& LOX

(Cold Mass Thermometers)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
Hypertronics Wire 11 C40 32 Pin 350 AS K. 13 aL L
Module Connector 352605
TT8332 (I+)
| M26 #1 Yellow #19 l : \ /
TT8332 (I-) ( /
#2 Green #20 \ ‘ I
TT8332 (V+) \
#3 Black #17 o)
TT8332 (V-) .
. #4 Red #18 \O \
TT8342 (I+)
#5 Yellow #23 \ O \
TT8342 (1-)
#6 Green #24 \ ' O |
TT8342 (V+) \
#7 Black #25 ( :
TT8313 (I-) ‘ '
#8 Green #28 !
TT8313 (I+)
4o Yellow w07 .
TT8342 (V-)
#10 Red #22 |}
TT8342 (V+) _ [
T #I1 Black #21 l ’ /
TT8313 (V) _ }
#12 Red #26 [ ]
TT8323 (I+) / \
#13 Yellow #31 I'f /
TT8323 (I-) / 1
- #14 . Green #32 I ,
) TT8323 (V+) } /
415 Black #29 [ .
TT8323 (V-) w
#16 Red #0 I %

Multimeter Make and MTM Serial Number:

FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A

Rev. B

Meyer Tool & Mig., Inc./



Steet | 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

Box “ A " LQX Line SNMQx2 - S

(Main Magnet Voltage Taps)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL ¥o B8 B.J | 22305
MODULE PLUG & WIRE Ce D
M2 #1 A-1 EEI111 7 ,
’ / /
#2 A-2 EEI1121 ,7 / /
#3 A-3 EEI1211 7 \ /
#4 A-4 EE1221 7 \ \
#5 A-5 EEI1311 7 \ \
-),' M3 #1 A-6 EE1222 ~ / } 1
[ &
i # B-1 EE]212 < / /
#3 B-2 EE1122 —~ /
#4 B-3 EEI112 _
W
#5 B-4 EE1321 =7 (
M4 #1 B-5 EE1312 7 _ ) )
#2 B-6 EE1322 7 / /
#3 C-1 EE1612 - / /
#4 C-2 EEI1622 . V &
! yd
#5 C-3 EEI512 I ~ Y

Multimeter Make and MTM Serial Number: F LUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev. B




CONTINUITY TESTING
MTM-MP-1020

Sheet 2 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Qak Lawn, Hlinois 60453

Box“ £} »LOXLineSNMOxz- OS

(Main Magnet Voltage Taps)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL O AS 5.4 LD
MODULE PLUG & WIRE > 2305
M5 #1 C-4 FE1123 7 /
’ yd
# C-5 EE1113 9 / /
#3 C-6, EE1422 . { (
#4 D-1 EE1412 T \ \
#5 D-2 EEI1522 7 \ \
M6 #1 D-3 EEI1213 7 }
#2 D-4 EE1223 .-7 /
#3 D-5 EE1313 p
.y
#4 D-6 EE1323 & l )
M8 #1 E-1 EEg121 -7 ) /
#2 E-2 EES8111 7 / %
#3 E-3 EE$122 = / f' \/ )
|
#4 E-4 EE8112 .7 \v 4

T

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A

Rev. B




Sheet 3 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Qak Lawn, Hlinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box é »LQX Line SNMQx2- (0S

(Corrector Magnet Voltage Taps)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS | = CERAMSEAL 8o S Y| D-AZ-03]
MODULE PLUG & WIRE EES
M9 #1 E-5 EE8123
Lo / 5

#2 E-6 EE8113 (0 / /

#3 F-1 EE8223 (ﬁ / /

#4 F-2 EE8323 (0 (

MI10 #1 " F-3 EFE8313

#2 I-4 EE8423

#4 F-6 EE8613

b
b

#3 F-5 EE8413 L \
e

\/ 2

L

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A
Rev. B
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CONTINUITY TESTING

Sheet 4 Of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

MTM-MP-1020

708 / 425-9080

Fax 708 / 425-2612

Box “ A » LQX Line SNMQX2 - OS5

(Quench Protection Heaters)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL <0 AR &Y 20305
MODULE PLUG & WIRE 0o D
Mi17 #1 G-1 YTi1117
oY Vi
#3 G-2 YTI111- 4 / /
[
#5 G-3 YTi1121°
U [ /
MI8 #2 G-5 YT1112° (_’L \ \
é
#4 G-4 YT1121- ,_’[ \
&
“*M19 #1 G-6 YTil12- \
+
#3 H-1 YT1122 ) []L }
#5 H-2 YT1122- L 7[ /
M20 #2 H-4 YT1132- L # /
#4 H-3 YT1132*

4

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A

Rev. B
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Sheet 5 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box« L > LOX Line SNMQx2 - 0%
(Quench Protection Heaters, Warm-up Heaters)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS | CERAMSEAL To AS B.9 2% -23-65
MODULE PLUG & WIRE )
M21 #] H-5 YT1142°
_ -4 / }

#3 H-6 YT1142- K 7L /

#5 I-1 YT1113" ,r_; \ /
M22 #2 -3 YT1123" L 7L \ \

#4 -2 YT1113- 7 , \

M23 #1 I-4 YT1123- LF
WARM-UP HEATERS
I
M12 #1 -5 EH8311 y
#2 I-6 EH8311- u
#3 J-1 EH8321 o

#4 J-2 EH8321- a [

|

A

=l | L1
f. .

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER :
S/N # 47900002

Test Report Form TR-1020A
Rev. B




Sheet & 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

R

CONTINUITY TESTING
MTM-MP-1020

Box“ A »LOX Line SN mox2- O%

(Warm-up Heaters)

Function Designator, Tag Lesistance Assembly Step By Date
Or Description ohms )
HYPERTRONICS WIRE # 5O AS ¥4 3-23p <
MODULE
M13 #1 J-3 EH8312"
. 7

Cedd
#2 J-4 EH8312- ‘rf / /
#3 J-5 EH8322% 4 / /
#4 J-6 EH8322- ‘_/ ( \
M14 #1 K-1 EH8332" Lf \ \ }
#2 K-2 EH8332- L/ \ )
[4
3 K-3 EH83427 (7[ / /
#4 K-4 EHS8342- 5[ / /
MI5 #1 K-5 EHS8313" q ( \
#2 K-6 EH8313- 5 \ )
#3 L-1 EH8323" : \ /
#4 [-2 EH8323- -
r 5} y// &-//

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev. B '




Sheet ] of 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612
Box « A 7 LQX

e (Cold Mass Thermometers -
i Function Designator, Tag ' Resistance Assembly Step By Date |
! Or Description ohms L f
I"HYPERTRONICS WIRE END Ko AS S ”
L_Q_MODULE

)

M25 #1 2 , TT83111+ Yellow

‘ \ i TT8312 I+ YeTlow

10 (,o TT8321 V- Red

11 23 { TT8321 V+ Black

12 (o ' TT8312 V- Red

; WWSBQ.? I+ Yellow |
n 14 (p‘] TT8322 I- Green
- 5 yaTTTmz V+ Black
- 16 'UF,![ TT8322 V- Red

f
,r__k | o

L |

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002 o

Test Report Form TR-1020A
Rev. B
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Sheet 2 0f 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612
Box “_[9 7 LQX
(Cold Mass Thermometers) |
i Function Designator, Tag Resistance Assembly Step By Date '
Or Description ohms
HYPERTRONICS WIRE END %0 AS 8Y | 2-233-05
MODULE Ce
M26 #1 19 | TT83321+ Yellow
2 20| TT8332I- Green / / /
3 |77 | TT8332 V+Black /) /
4 |9 TT8332 V-Red Iy, / \
5 97, TT8342 I+ Yellow . \ \ |
6 {;EJLJF T TT8342 I- Green /. \ ) f
! !
) ) T e T”[:83 13 V+ Black | /. / B
8 ¢ | TT83131-Green ). /
9 M1 TT8313 I+ Yellow /. /
10 2| TT8342V-Red /' ) /
11 2] TT8342 V+ Black /) { \
12 2| TI8313V-Red /) \ \ .
13 21| TT8323I+ Yellow w, \ }
14 Z7| TT8323 1 Green /. \ /
4
15 1% | TT8323 V+Black /. } { *
16  AD| TT8323 V-Red /. / / \
/

A4

) Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A
Rev. B
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Sheet | Of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425.2612

Box * A "LQX Line SNMQX2- 0SS
(Main Magnet Voltage Taps)

Function Designator, Tag esistance Assembly Step By Date 1
Or Description ohms
HYPERTRONICS CERAMSEAL SO AL F,7 3-2a-05
MODULE PLUG & WIRE 0D

M2 #1 A-1 EEl11] 7 / /
#2 A-2 EE1121 7 K /
#3 A-3 EEI211 7 \ , k
] A4 EEI221 v ) \
#5 A-5 EE1311 v, / \

M3 #1 A-6 EEI1222 ; / 1

#2 B-1 EEI212

#4 B-3 EE1112 /

#5 B-4 EE1321 i

/

#3 B-2 EE1122 :77 \
/
]

M4 #1 B-5

EE1312 /7 /

# “B6 FE3 ) /

#3 C-1 EE1612 1 ( }
#4 C-2 EE1622 b ()}' \—7
#5 C-3 EEI512 | ':7 ‘\,(j

Muitimeter Make and MTM Serial Number: F LUKE 85 MULTIMETER
i SN # 47900002

Test Report Form TR-1020A
Rev.B




Sheet 2 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING

MTM-MP-1020

Box “ Q " LQX Line SSNMQX2 - 25

(Main Magnet Voltage Taps)

Function Designator, Tag Resistance Assembly Step ] By Date
Or Description ohms
HYPERTRONICS CERAMSEAL 8o AS &.2 3-22A-05
MODULE PLUG & WIRE - Ceih
M5 #1 C-4 EE1123 :7 /
ol 7
#2 C-5 EEI113
.7 \ (
#3 C-6, EE1422 7 \ \
#4 D-1 EE1412 r'] )
#5 D-2 EE1522
. / //
M6 #1 D-3 EE1213
7 / \
# D-4 EE1223 ,,7 I \
#3 D-5 EEI313 (y l\ /
#4 D-6 EE1323
# | 11
M8 #1 E-1 EE8121 '
. / \
#2 E-2 EE8111 v /
N |
#3 E-3 EE8122 ,7 W
) P »
#4 E-4 EES112 Y N4

~

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A

Rev. B




CONTINUITY TESTING

Sheet3 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

MTM-MP-1020

Box* PN~ LQX Line SNMQx2 - ()5
(Corrector Magnet Voltage Taps)

708 / 425-9080
Fax 708 / 425-2612

]

Function Designator, Tag Resistance Assembly Step By Date —’
Or Description ohms
HYPERTRONICS CERAMSEAL 80 AS 8.2 3-22-05
MODULE PLUG & WIRE LD
MO #1 E-5 EE8123
Ao / /
#2 'E-6 EE8113 / k
Ao
#3 F-1 EE8223
e | N
#4 F-2 EE8323
G \\ )
M10 #1 F-3 EE8313
(o \ [
#2 F-4 FEE8423 (0 ‘
#3 F-5 EE8413 [/ / \ |
¥
#4 F-6 EE8613 (p j

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A

Rev. B
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Sheet4 of 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, [llinois 60453
708 / 425-9080
Fax 708 / 425-2612

CONTINUITY TESTING
MTM-MP-1020

Box “ A ” LQX Line $/N MQX2 - 05

(Quench Protection Heaters)

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL 0 AS &, o L
MODULE PLUG & WIRE 3-22-05]

M17 #1 G-1 YTI1117 (+ /

#3 G-2 YT1111-
A

#5 G-3 YTI1217 \

MI18 #2 G-5 YT1112F

vo#4 G-4 YT1121-

/
/
(\
/ )
/ /
/ /

#3 H-1 YT1122°

#5 H-2 YTI1122-

¢
4
9[
M19 #] G-6 YTI1112- L/ (
L \
Y

\
!

/
|
\

M20 #2 H-4 YT1132- L«l
{

|
#4 H-3 YT1132 .‘—}* ‘\\y )

Muitimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A
Rev. B




Sheet 5 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708 / 425-9080
Fax 708 / 425-2612
CONTINUITY TESTING
MTM-MP-1020

Box “ Q ” LQX Line S/N MQX2 - OS

(Quench Protection Heaters, Warm-up Heaters)

WARM-UP HEATERS

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS CERAMSEAL A8 .2 2-22-0%
MODULE PLUG & WIRE Qe
M21 #1 H-5 YT1142" 4 _‘
’ / /
#3 H-6 YT1142- L} / (
#5 -1 YT1113"
Y ( \
M22 #2 I-3 YT11237 (,l \
#4 I-2 YT1113-
'Y ]
M23 #1 [-4 YT1123: R f \

)

MI12 #1 I-5 EH8311" L.},

' , #2 I-6 EH8311-

#4 J-2 EHS8321-

{
U
£
f

Y
#3 J-1 EHS$321 ' (“f ‘ } | /
% ‘,

t\ /( s n/ '
S/ X/
Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
S/N # 47900002

Test Report Form TR-1020A
Rev. B




CONTINUITY TESTING
MTM-MP-1020

Box “ é' " LQX

m————

HYPERTRONICS

I
{“ 6 TTT8321 I Green
W ‘“‘5‘“‘“‘"‘1Lm V+ Black

N

| g | TT83121- Green
A T} (e
‘“m\jT\Tng
T‘/Ww Black
T | {1 TT8312 V- Red
; “*T%ﬁamrm
!_’“ 14 ITT8322 I- Green
E—“* 15 | TT8322 V+ Black f
' 16 J('Trsszz V- Red

L |

Multimetef Make and MTM Serial Number: FLUKE 85 MULTIMETER

S/N # 47900002

Test Report Form TR-1020A
Rev, B

Bl T e A

Sheet 1 of 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Ilinois 60453

708 / 425-9080
Fax 708 / 425-2612

[ o Cold Mass Thermometers .
fi Function Designator, Tag Resistance Assembly Step By Date
i Or Description __ohms

go A5 &.

5-93—05




N

CONTINUITY TESTING

Sheet 6 0f 6

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453

MTM-MP-1020

Box< - LQX Line SN MQX?2 - _ng

(Warm-up Heaters)

708 / 425-9080
Fax 708 / 425-2612

Function Designator, Tag Resistance Assembly Step By Date
Or Description ohms
HYPERTRONICS WIRE # W N3 2L Q.72 -0%
MODULE ach
M13 #1 J-3 EHS8312°7 L} ,
, / /
#2 J-4 EH8312- / (
4
#3 J-5 EHS83227 .4 \ \
|| )
#4 J-6 EH8322- ‘ j
4 \ \
_ \ \
M14 #1 K-1 EH8332" q ;
. _
#2 K-2 EH8332- L/ /
#3 K-3 EH83427 (_f / /
qr
#4 K-4 EH8342- L’f / !/
[
: T
M15 #1 K-5 EH8313 ' L4 \ /
#2 K-6 EHS8313- \ /
] *5 i
#3 L-1 EHS83237 - / \1
5
#4 L-2 EH8323- - _
4\'5 { ->4'
\7L\ SV

Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER
' S/N # 47900002

Test Report Form TR-1020A

Rev. B




Sheet2 0 2

Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
CONTINUITY TESTING 708 / 425-9080
MTM-MP-1020 Fax 708 / 425-2612

BOx “_‘—J&” LQX
(Cold Mass Thermometers)

Function Designator, Tag _ Resistance Assembly Step By Date
Or Description ohms |
HYPERTRONICS WIRE END 50 NS B Z 3 2305
MODULE _ Coo D N
M26 #1 TT8332 1+ Yellow / / ) /
2 TT8332 I- Green / / / / 1‘
/ ' ’
3 TT8332 V+ Black / / \ \ j
4 TT8332 V- Red l
[/ \ N
5 TT8342 I+ Yellow , |'
[ - / .1
! i i
F 6 TT8342 I- Green /. / ) /
7 TT8313 V+Black | , / / 1
S e Lo N
! 8 TT8313 I- Green ) / K |
I_. - f e / g
9 TT8313 I+ Yellow / / / | \ |
’ {
10 TT8342 V- Red W / \
I » i
] TT8342 V+ Black / ! "
[/ |
12 TT8313 V- Red /, / \\ /
13 TT8323 I+ Yellow ' / / !; /
14 TT8323 1- Green . f |
/. ) / \
15 TT8323 V+ Black / \ f
7,/ / /
16 TT8323 V- Red / / l’
‘ {. ! ‘
\& N

) Multimeter Make and MTM Serial Number: FLUKE 85 MULTIMETER

SIN # 47900002

Test Report Form TR-1020A
Rev. B




