Piping Spool Assemblies Cold Shock,
Pressure Test and Leak Test Reports



Meyer Tool & Mfg., Inc.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
(708) 425-9080
FAX (708) 425-261

November 9, 2004

RE: LBNL Subcontract No. 6704950
Milestone #14 Completion of Top Plate Weldment and Piping
Subassemblies prior to vacuum vessel assembly Box#8 (C)

I certify that | visited subcontractor Meyer Tool & Mfg., Inc. (Meyer) job site. | verify that I have inspected
the top plate weldment and piping subassemblies for the above mentioned contract prior to vacuum vessel
assembly. I certify that the top plate weldment and piping subassemblies physically exist with applicable
inspection reports,

Signed: ] o PM Date: ¥ Nou OM

Tom Petersen, FNAL




Meyer Tool & Mg, Gre.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 00 F/8 —ve 3
CUSTOMER: LB L

MTM DRAWING/ASSEMBLYATEM NO.: |95 T 290

. s

COMPONENT SERIAL NUMBER : BoX &
COMPONENT DESCRIPTION: XYL wE
METHOD: SAPrRAY
PROCEDURE USED: [1] MTM-MP-1040

[ ] OTHER 2y

RESULTS/COMMENTS:
OPERATOR: D B Jluiky, DATE: ZYAi
7

TEST REPORT FORM TR-1040
REV. O



Meyer Tool & Mg Jic

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

PNEUMATIC PRESSURE TEST REPORT

708 / 425-9080
FAX 708 / 425-2612

MTM JOB NO.:

oo 9/ 8 ~co 223
CUSTOMER: L3 L
MTM DRAWING/ASSEMBLY/ITEMNO.: | &S 1T 295
COMPONENT SERIAL NUMBER : Box c”
COMPONENT DESCRIPTION: XB _LipE
PRESSURE GAUGE(S) TAG NO.: LE —s7
PRESSURE GAUGE(S) RANGE: Unc 30 o - Row PS5
TEST PRESSURE: 73 © 1
GAS USED: [ TAC G Epd
PROCEDURE USED: [X] MTM-MP-1105
[1OTHER p ¢ leoss o
RESULTS/COMMENTS: Lo/ TH = IS miPssTel
OPERATOR: y g,v_&{«u; DATE: ;/ 8/

[E ACCEPT

D REJECT

TEST REPORT FORM TR-1105
REV. O



Meyer ool & Mig., Juc.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER

LEAK DETECTION TEST REPORT

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION:

MSLD TAG NO.:

CALIBRATED LEAK TAG NO.:

sensITiviTY ( M mstp L] sysTem):

TEST PERFORMED ON SCALE:
INITIAL READING:

FINAL READING:

LEAK RATE (ATM CC/SEC)

PROCEDURE USED:

RESULTS/COMMENTS:
(NOTE: Record hood test time vs,
MSLD reading in this section.)

OPERATOR:

Doq(8 - 0033

LBr L

AT &0

Bo x UC &

B Liuves

3069

cL=!

INITIAL FINA']ﬁ
YLD 41 ki fev yro~

[oo

“Y)oe0

/i
(/]
9 /0Q

X]  MTM-MP-1110

[[] OTHER Mo LEARKS A= TecTep

Vol D-M DATE: /I (o9 (e

M| ACCEPT [ ] REJECT

TEST REPORT FORM TR-1110

REV. O




Meyer Tool & Mfg.. e

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 004\3
CUSTOMER: LB r
MTM DRAWING/ASSEMBLY/ITEM NO.: AIMRAS K
COMPONENT SERIAL NUMBER : C”
COMPONENT DESCRIPTION: Pife Welbmeal, L D3/ctissovce
METHOD: /> 3'91{4?/
PROCEDURE USED: [/ MTM-MP-1040

[ ] OTHER

RESULTS/COMMENTS:
Ao Der TS Fruwip
OPERATOR: (o € M~.\ DATE: 10-33-04
Jd ¢

TEST REPORT FORM TR-1040
REV. O



Meyer Jool & Mfg.. Ore.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: O0q(®

CUSTOMER: R
MTM DRAWING/ASSEMBLY/ITEM NO.: ASM RS
COMPONENT SERIAL NUMBER : c
COMPONENT DESCRIPTION: ptc L.DS3  Ceossovel
PRESSURE GAUGE(S) TAG NO.: P&-3o0
PRESSURE GAUGE(S) RANGE: ®/ae bl
TEST PRESSURE: 364 psi
GAS USED: ATloben
PROCEDURE USED: [ TMTM-MP-1105

[ ] OTHER
RESULTS/COMMENTS:

JLA LEpks Aquﬂ

OPERATOR: & DATE: 1032 -o¥

[ 'ACCEPT

D REJECT

TEST REPORT FORM TR-1105
REV.O




Meyer ool & Mig., .

4601 SOUTHWEST HWY., CAK LAWN, ILLINOIS 60453

708/425-8080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: 00 AR
CUSTOMER: C ool
MTM DRAWING/ASSEMBLY/ITEM NO.: A5M {58
COMPONENT SERIAL NUMBER: C”
COMPONENT DESCRIPTION: Pee L O3 / Ceossovil
MSLD TAG NO.: 20 L9
CALIBRATED LEAK TAG NO.: C -
sensmviry ( [/ msLo [ systemy b.qmAL boys AL,
TEST PERFORMED ON SCALE: °/s0
INITIAL READING: 3‘7/ 00
FINAL READING: o/
LEAK RATE (ATM CC/SEC)
PROCEDURE USED: [ MTM-MP-1110

[ ] OTHER
RESULTS/COMMENTS:

{NOTE: Record hood test time vs.
MSLD reading in this section.)

Ao/ eaks BPeTeciec o

OPERATOR: Zd %ﬂ E /L;-L__w— DATE: 10-33-0Y%

M/ ACCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV. O




Meyer Tool & Mg Jne

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 00713-00643
CUSTOMER: BERRELY WAT. AL,
MTM DRAWING/ASSEMBLY/ITEM NO.: 95T RIR
COMPONENT SERIAL NUMBER : e
COMPONENT DESCRIPTION: WELPMiEMT EX LipES
METHOD: SPRA LY
v,

PROCEDURE USED: BX mTM-MP-1040

(] OTHER
RESULTS/COMMENTS: RS
OPERATOR: Mixk L DATE: pj, 2%.¢Y

TEST REPORT FORM TR-1040
REV. O



Meyer TJool & Mfg.. e

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: OO0 G/8 —oc 23

CUSTOMER: LR~ L

MTM DRAWING/ASSEMBLYATEMNO.: | .2 <S 7 &/ D
(S U

COMPONENT SERIAL NUMBER : BeXx C
COMPONENT DESCRIPTION: L1777 & X
PRESSURE GAUGE(S) TAG NO.: P G -3,
PRESSURE GAUGE(S) RANGE: O~ Low P50
TEST PRESSURE: o0 P T

GAS USED: N
PROCEDURE USED: MTM-MP-1105

[ ]OTHER o o toss ODF

RESULTS/COMMENTS: LLe SSups 1w T in |5
Mo TES
OPERATOR: bl Pl b, DATE:/-29 -cY4
ACCEPT
[[] REJECT

TEST REPORY FORM TR-1105
REV. O




Meyer Jool & Mig., Gue.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER

LEAK DETECTION TEST REPORT

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION:

MSLD TAG NO.:

CALIBRATED LEAK TAG NO.:

sensimvity ( [M msto L svstem):

TEST PERFORMED ON SCALE:
INITIAL READING:

FINAL READING:

LEAK RATE (ATM CC/SEC)
PROCEDURE USED:

RESULTS/COMMENTS:
(NOTE: Record hood test time vs.
MSLD reading in this section.)

OPERATOR:

&0 8~ ocaR

8 ro Ll

RS T/
i //
BRex C

PiRes £ X

Q92 Y

<l Y

INITIAL, ., FINAL
3o x70 7" |20 X/o'°

[ 0o Scaig

;m/s r

o

[ MTM-MP-1110

[] OTHER AC LEAfLs

e TEC T E O

Jﬁm‘,//’/ﬁuﬁ DATE: /"-5"?/‘-""'(

@ ACCEPT [ | REJECT

TEST REPORT FORM TR-1110

REV. O




Meyer Jool & Mg Jae.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: noq18—0043
CUSTOMER: RBERKLE LE}/NR’}T AL
MTM DRAWING/ASSEMBLYATEM NO.: | 2.5 T 43§ F0R ym T
COMPONENT SERIAL NUMBER : ot
COMPONENT DESCRIPTION: SPOOL P far TO PRINT
METHOD: SPRAY
-

PROCEDURE USED: X MTM-MP-1040

[ ] OTHER
RESULTS/COMMENTS: oK
OPERATOR: Mikg L DATE: 01 29.04

TEST REPORT FORM TR-1040
REV. O



Meyer Jool & Mg.. e

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: TOGYP -0023 Fpe r02- C
CUSTOMER: AN

MTM DRAWING/ASSEMBLY/ATEM NO.: |5 7 438

COMPONENT SERIAL NUMBER :

COMPONENT DESCRIPTION: LIE 18 FEED Box hor LD2Z.
PRESSURE GAUGE(S) TAG NO.: P )C—:%/f
PRESSURE GAUGE(S) RANGE: Zﬂa ngé
TEST PRESSURE: REF Pore
GAS USED: /W?Z’oécézl/
PROCEDURE USED: [*T MTM-MP-1105
[ ] OTHER
RESULTS/COMMENTS: HEC;/ &t /’_s‘/é Lof /5

Il e Lid R Eovud

OPERATOR: M y /;)66%// DATE: Z-cJ-© 4
[ LUJ-ACCEPT

I:l REJECT

TEST REPORT FORM TR-1106
REV. O



Meyer Jool & M{g., Jnc.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-8080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO. co- 022 Fpe ID2-C
CUSTOMER: BN .
MTM DRAWING/ASSEMBLY/ITEM NO.: o5 7438
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION: LHC 18 FEET BOX f’}pg LD
MSLD TAG NO.: Frozd
CALIBRATED LEAK TAG NO.: C Lk
sensmmvity ( (A msio Ll systemy: |- o WAL |, o, IO o
TEST PERFORMED ON SCALE: =2
INITIAL READING: &
FINAL READING: —//%%
LEAK RATE (ATM CC/SEC)
PROCEDURE USED: V1~ MTM-MP-1110
[ ] OTHER
:\IEOSTUEI;TF?;ggrn:ﬂSEJ ?;st time vs. 72044 LACCGY T & 52‘
MSLD reading in this section.) P < U LLL LELAE

Lo TS JAEL S pre
L EALS fiver g,

OPERATOR: Q.@M DATE: Z-5-S%

[} ACCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV. O



Meyer ool & Mig.. e

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT

MTM JOB NO.: co ¥
CUSTOMER: LB NI
MTM DRAWING/ASSEMBLY/ITEM NO.: ASTQ09 (usen ow QSTa b))

A9 . i
COMPONENT SERIAL NUMBER : o C/
COMPONENT DESCRIPTION: Span E1
METHOD: Lad  Speay

T
PROCEDURE USED: @/MTM-MP-1040
[ ] OTHER
RESULTS/COMMENTS: Mo DefecTs Fouun
OPERATOR: o, & i ha DATE: 9-39-0Y
J v

TEST REPORT FORM TR-1040
REV., O



Meyer: Tool & Mg.. One.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: o0 AUR

CUSTOMER: LB aJlL

MTM DRAWING/ASSEMBLY/TEM NO.: | 0 S | A0 wwn 0w ASTA6L

COMPONENT SERIAL NUMBER : C"
COMPONENT DESCRIPTION: S poo L £1
PRESSURE GAUGE(S) TAG NO.: e -(8
PRESSURE GAUGE(S) RANGE: 0/ Loo pPg |
TEST PRESSURE:; Hoo ps.
GAS USED: N T8o GEW
PROCEDURE USED: E}/MTM-MP-nos

] OTHER
RESULTS/ICOMMENTS:

Mo Leals oy oD

OPERATOR: Wae € %\ DATE: q-39-o¥
/ ACCEPT
[] REJECT

TEST REPORT FORM TR-1105
REV.O



Meyer Tool & Mg., Gne.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-3080
FAX:708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: ~oqLR
CUSTOMER: L@ L
MTM DRAWING/ASSEMBLY/ITEM NO.: AST 209 wecp 0w 25T 0
COMPONENT SERIAL NUMBER: C
COMPONENT DESCRIPTION: S poal £1
MSLD TAG NO.: D % 34
CALIBRATED LEAK TAG NO.: CL-y
sensmvity ( [ wsto [ svsTemy: g < | AL, 351 aNAL
TEST PERFORMED ON SCALE: 0/3 o
INITIAL READING: aa'/3 o
FINAL READING: 3/
LEAK RATE (ATM CC/SEC)
PROCEDURE USED: (& MTM-MP-1110
L] OTHER
RESULTS/COMMENTS:
(NOTE: Record hood test time vs. —
MSLD reading in this section.) Ao Leals Dedecle p
OPERATOR: //l/a;';,k F,OMW__ DATE: 1729 ~o¢
(L ACCEPT [L] rReJecT

TEST REPORT FORMTR-1110
REV. O




Meyer Tooll & Mg Gne.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 0o U
CUSTOMER: L3 a
MTM DRAWING/ASSEMBLY/ITEM NO.: 2ST Q1Y
COMPONENT SERIAL NUMBER : C’
COMPONENT DESCRIPTION: Spesle
METHOD: s S?“\J‘
PROCEDURE USED: @/MTM-MP-wm
[ ] OTHER
RESULTS/COMMENTS:
Mo DelecTs Aowun O
OPERATOR: Wapn € fbroe DATE: yo-r8-oy
Jd 0

TEST REPORT FORM TR-1040
REV. O



Meyer Jool & Mig.. One.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO..

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL NUMBER :
COMPONENT DESCRIPTION:
PRESSURE GAUGE(S) TAG NO.:
PRESSURE GAUGE(S) RANGE:

TEST PRESSURE:

GAS USED:

PROCEDURE USED:

RESUL.TS/COMMENTS:

OPERATOR:

o918

L ENL

AST Q14

M /i

C_

SfooL

Pe-30

t/éoo y2Y

400 L3/

M T LY G

E/MTM-MP-Hos

[ ] OTHER

Ao

L EAES A%N-D

P j0-(R-a¥

|:| REJECT

TEST REPORT FORM TR-1105

REV. O



Meyer: Tool & Mig.. Ore

4601 SOUTHWEST HWY., DAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708/ 425-2612

COLD SHOCK TEST REPORT

MTM JOB NO.: P72 0023 Frog roa-Ore
. FPc <
CUSTOMER: BN

MTM DRAWING/ASSEMBLY/NTEM NO.: | &S 7" 2/ &

COMPONENT SERIAL NUMBER :

COMPONENT DESCRIPTION: LHC B FEET Boy Cyo- CeE
METHOD: L2
-
PROCEDURE USED: [ MTM-MP-1040
L] OTHER
5/080// ALl wcw/s
RESULTS/COMMENTS: d////’ﬁ p Ayl a ﬁ/@ / /d
Lt TESHATL, e Ceacie
Lo

OPERATOR: ; 22: é;{é)zé; DATE: Z..S_——df

TEST REPORT FORM TR-1040
REV. O



Meyer: Tool & Mig.. Gne

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425.2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: 0710023 G cyz Coug
Zpes
CUSTOMER: LA/

MTM DRAWING/ASSEMBLYATEM NO.: |25 7 2 /&

COMPONENT SERIAL NUMBER :

COMPONENT DESCRIPTION: CHAC I R Frres/ Ry Ce? -Ce &+
PRESSURE GAUGE(S) TAG NO.: #,2 7?‘7
PRESSURE GAUGE(S) RANGE: %@ /7
TEST PRESSURE: 73 Py
GAS USED: N TG ENS
PROCEDURE USED: [LFMTM-MP-1105
[ ] OTHER
RESULTS/COMMENTS: HECT 73 Poje Aol 15

e B 280 Lopnd]

OPERATOR: @Lzy % DATE: 25 -0

D REJECT

TEST REPORT FORM TR-1105
REV. O



Meyor Tool & Mig.. re.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO..

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL NUMBER :
COMPONENT DESCRIPTION:
PRESSURE GAUGE(S) TAG NO.:
PRESSURE GAUGE(S) RANGE:

TEST PRESSURE:

GAS USED:

PROCEDURE USED:

RESULTS/COMMENTS:

OPERATOR:

InGs P—TO23  F7ArE coze O

SN

25702 /8

L a8 LEEdEoX FIPE -cC 2

:@?/‘é zz/é?
%p Py

REY e

V24 72“0 C=Af

[LFMTM-MP-1105
[ ] OTHER
pecd BEH FL s rolf

/5 et Aol ep A Lovney

DATE: /- & -2

[L-ACCEPT

I:] REJECT

TEST REPORT FORM TR-1105

REV. O




Meyer Jool & Mjg., ue.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: oo/ 0023 Fpe coo-C
CUSTOMER: BN .
MTM DRAWING/ASSEMBLY/ITEM NO.: Za 7T 2/,

COMPONENT SERIAL NUMBER:

COMPONENT DESCRIPTION: INC 18 EEED Box Bpr O 2
MSLD TAG NO.: D4
CALIBRATED LEAK TAG NO.: Ce - <
sensmvity ( A msio [ systemy: |, o NTIAL | FINAL
TEST PERFORMED ON SCALE: =
INITIAL READING: s
FINAL READING: 25
LEAK RATE (ATM CC/SEC) |
PROCEDURE USED: B/MTM-MP-HW
[ ] OTHER
RESULTS/COMMENTS:

(NOTE: Record hood test time vs. /ZL(’ cACC el N CC 2
MSLD reading in this section.) IO E Qass SLLAY ALL
— . 7 .
CLECTS a1 TH HEL M
o LEALS fooald

OPERATOR: (K_.E&M DATE: 2= -2 <

[LTACCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV. O



Meyer Tool & Mg, re.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT

MTM JOB NO.: O 02 B / w=-
CUSTOMER: (SN L
MTM DRAWING/ASSEMBLYATEM NO.: (S /. 2/ 7
COMPONENT SERIAL NUMBER : o
COMPONENT DESCRIPTION: %ﬁ; ce2-pERX — C
METHOD: L ) -2
PROCEDURE USED: [ J-MTM-MP-1040

[ ] OTHER

SFERY B =S
RESULTS/COMMENTS: (W7 h L-a/gD// [ IV TS
OPERATOR: (%)ﬁ,(/// #7; __ DATE:/J)- /5 0

TEST REPORT FORM TR-1040
REV. Q

]



Meyer Jool & Mg.. Gne.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.: o918~ 0023 PrpE-C
CUSTOMER: LBANBL .
MTM DRAWING/ASSEMBLY/ITEMNO.: |25 72/ 7
COMPONENT SERIAL NUMBER : e
COMPONENT DESCRIPTION: T -CC3- DEBK — .
PRESSURE GAUGE(S) TAG NO.: =
PRESSURE GAUGE(S) RANGE: F s
TEST PRESSURE: 3 Poss
GAS USED:
PROCEDURE USED: [ MTM-MP-1105
[ ] OTHER
RESULTS/COMMENTS: rees  Fpresol £of /S

S I )0 L RS Fpond

Q 2’7 .
OPERATOR: ( _ o . DATE: /7)—[3-0f
[}~ACCEPT

D REJECT

TEST REPORT FORM TR-1105
REV. O




Meyer Jool & Mfg., Gnc.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER

LEAK DETECTION TEST REPORT

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLY/ATEM NO.:
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION:

MSLD TAG NO.:

CALIBRATED LEAK TAG NO.:

SENSITIVITY ( MSLD D SYSTEM):

TEST PERFORMED ON SCALE:
INITIAL READING:

FINAL READING:

LEAK RATE (ATM CC/SEC)
PROCEDURE USED:

RESULTS/COMMENTS:
(NOTE: Record hood test time vs.
MSLD reading in this section.)

OPERATOR:

o K A2 — O

A

2S5 L E /7

v

P2 - C 3 ~DEEX-CLE

%&é <7

l— /7

" INITIAL FINAL
CFSX - TP NS -

(L™ MTM-MP-1110
] OTHER

FoNE 37 2R SO

£_§’=S:c’{ SRRy 2L L
X

L) EL DS 70 TH JAEL SO

Jp L EALS Fooadd]

P

o

~
@M : DATE:/ D43 0 %

MEPT [ ] REJECT

TEST REPORT FORM TR-1110

REV. O



Meyer: Tool & Mg Jre.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 00918
CUSTOMER: B.N. L,
MTM DRAWING/ASSEMBLY/ITEM NO.: 257218
COMPONENT SERIAL NUMBER : Box ¢ °
COMPONENT DESCRIPTION: C ¢ 1 Pies
METHOD: SpeAY
PROCEDURE USED: MTM-MP-1040

[ ] OTHER

RESULTS/COMMENTS: Ox
OPERATOR: & W DATE: 9 -29-04,

TEST REPORT FORM TR-1040
REV. O



Meyer: Jool & Mfg.. re.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453
708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTMAJOB NO.: O09\&
CUSTOMER: B, N. L.
MTM DRAWING/ASSEMBLY/ITEM NO.: 2SL 219
COMPONENT SERIAL NUMBER : Box C !
COMPONENT DESCRIPTION: CC 1 pipe
PRESSURE GAUGE(S) TAG NO.: P66 -30
PRESSURE GAUGE(S) RANGE: 0-CW ps
TEST PRESSURE: 364 pot
GAS USED: Mitcogen
PROCEDURE USED: D MTM-MP-1105
[ ] OTHER
RESULTS/COMMENTS:
Mo Leafes -QW, A
OPERATOR: Q.. J’ oot DATE: q-29-04
ACCEPT
[] REJECT

TEST REPORT FORM TR-1105
REV. O



Meyer Jool & Mfg., .

4601 SOUTHWEST HWY.,, OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER

LEAK DETECTION TEST REPORT

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION:

MSLD TAG NO.:

CALIBRATED LEAK TAG NO.:

sensmvity ( [X] msLo [ ] system):

TEST PERFORMED ON SCALE:
INITIAL READING:

FINAL READING:

LEAK RATE (ATM CC/SEC)
PROCEDURE USED:

RESULTS/COMMENTS:
(NOTE: Record hood test time vs.
MSLD reading in this section.)

OPERATOR:

oot 8

BN L

25218

80)& \\CI

C',@i le’E

* 3069

cL-1

INITIAL
2.95 k108

FINAL
2. 95 xr0” 8B

Q0

7%0

@/ MTM-MP-1110

[ ] OTHER

fouae!

A"y LEA €S

O on Jacests pare:_425-04

B(CCEPT

[ ] REJECT

TEST REPORT FORM TR-1110

REV. O




Meyer Tool & Mg re.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

COLD SHOCK TEST REPORT

708 / 425-98080
FAX 708 / 425-2612

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLY/ITEM NO.:
COMPONENT SERIAL. NUMBER :
COMPONENT DESCRIPTION:

METHOD:

PROCEDURE USED:

RESULTS/COMMENTS:

OPERATOR:

00918

B.M. L.

cST223

Bo x C

LD 1

Pirs

S erp v

X mMTM-MP-1040

[ ] OTHER

ok

Ml)ﬂ& L'

DATE: |.28.04

TEST REPORT FORM TR-1040
REV. O



Meyer Jool & Mfg.. Ine.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM‘JOB NO.: co9/P-0020  Fpe tpn; C
CUSTOMER: LA L
MTM DRAWING/ASSEMBLY/ITEMNO.: |/ 722 3
COMPONENT SERIAL NUMBER :
COMPONENT DESCRIPTION: APC 1R _EEET BoX Are (D]
PRESSURE GAUGE(S) TAG NO.: Ao e =8
PRESSURE GAUGE(S) RANGE: % e
TEST PRESSURE: S /Q_C’/g
GAS USED: NS EL
PROCEDURE USED: [ ™Tm-mP-1105
[ ] OTHER _
RESULTS/COMMENTS: | AE L SEF Kz Lo
(S e AP Lea b Svnd
OPERATOR: <: ( 2% /742 . zé ,  DATE: 7. -4
[L}-ACCEPT
[] REJECT

TEST REPORT FORM TR-1105
REV. O




RS N e e e -

Meyer Jool & Mg., Inc.

4601 SOUTHWEST HWY., CAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: -0 2.0 Pre sy O
CUSTOMER: L AL
MTM DRAWING/ASSEMBLY/ITEM NO.: 257223
COMPONENT SERIAL NUMBER:
COMPONENT DESCRIPTION: LHC 18 FiEED BoX Hie 1p/
MSLD TAG NO.: oo o
CALIBRATED LEAK TAG NO.: Ci—o
SENSITIVITY ( %LD L] systEmy: |2 o X'/'“}g 'f‘,';& 2.5 %"@P 5
TEST PERFORMED ON SCALE: z2e
INITIAL READING: fj;
FINAL READING: .
LEAK RATE (ATM CC/SEC)
PROCEDURE USED: LA MTM-MP-1110
[ ] OTHER
(NOTE: Record hood test time ve. 7L ppecem) ond L))
MSLD reading in this section.) 7&’}/)5 < ﬁg,gﬁ/ Yy s W_/:zdg

21 TA (LIl 1o SV
L FRAS Lot

| g ;) : —
OPERATOR: DATE: 2 =5 - o4

(L ACCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV. O



Meyer Tool & Mg, One.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

COLD SHOCK TEST REPORT
MTM JOB NO.: 004918
CUSTOMER: LBn L
MTM DRAWING/ASSEMBLY/ITEM NO.: 28Tz09
COMPONENT SERIAL NUMBER : Box C
COMPONENT DESCRIPTION: £1 Livg
METHOD: Sormu | LMD
=2
PROCEDURE USED: MTM-MP-1040
[ ] OTHER
RESULTS/COMMENTS: Ko Negative ey [
e n\e&’ -
OPERATOR: Q’ @ . DATE: &/ q/cwr

TEST REPORT FORM TR-1040
REV. O



Meyer Jool & Mfg.. re.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708 / 425-9080
FAX 708 / 425-2612

PNEUMATIC PRESSURE TEST REPORT

MTM JOB NO.:

CUSTOMER:

MTM DRAWING/ASSEMBLYNTEM NO.:
COMPONENT SERIAL NUMBER :
COMPONENT DESCRIPTION:
PRESSURE GAUGE(S) TAG NO.:
PRESSURE GAUGE(S) RANGE:

TEST PRESSURE:

GAS USED:

PROCEDURE USED:

RESULTS/COMMENTS:

OPERATOR:

roglg oo /9

gL

4353 prep Box ASSEng]

o A

C

Y c;AE/./(eC./ufh TR~ K PPIFC
ArD (o Lirg

PG /7

3.0 Une o - oS

2 ¢ 257

NS

[A MTM-MP-1105

[[] OTHER joo Loss oF pecssuee

Ly TH P O s pn Tl

% Zgﬂfib DATE: 7{,a [o_s

@ ACCEPT

D REJECT

TEST REPORT FORM TR-1105

REV. O




Meyer Jool & Mfg., nc.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: 00 /90019
CUSTOMER: ; 5:,J ‘

MTM DRAWING/ASSEMBLY/ITEM NO.: ey

COMPONENT SERIAL NUMBER: Box

COMPONENT DESCRIPTION: L:j“ i

MSLD TAG NO.: 306 9

CALIBRATED LEAK TAG NO.: Cl-G

sensmiviTy ¢ Y msto (] system): /o WAL, /o2 JINAL
TEST PERFORMED ON SCALE: o " 7 e o
INITIAL READING: 2.coxs0” T Senle
FINAL READING: 00 as0

LEAK RATE (ATM CC/SEC)

PROCEDURE USED: MTM-MP-1110
[ ] OTHER Mo /LrpAks Deresdp

RESULTS/COMMENTS:
(NOTE: Record hood test time vs.
MSLD reading in this section.)

OPERATOR: [ Lo . Hirhy DATE: a/5/ 05

p<i accept [] REJECT

TEST REPORT FORM TR-1110
REV. O



Meyer Jool & Mfg., ue.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: 00 91800
CUSTOMER: RN

MTM DRAWING/ASSEMBLY/ITEM NO.: 25199 -

COMPONENT SERIAL NUMBER: Box "

COMPONENT DESCRIPTION: )?’ Z:u ;f-i;o o7

MSLD TAG NO.: 1706 7

CALIBRATED LEAK TAG NO.: CL-6

sensmvity ( (M msio [ systemy: |, INITAL o N
TEST PERFORMED ON SCALE: Jo Tecpie

INITIAL READING: 300 X0 Scale
FINAL READING: 3vo X/o  SeAlE

LEAK RATE (ATM CC/SEC) '

PROCEDURE USED: MTM-MP-1110

[] OTHER Ao LEAKS DETETE

RESULTS/COMMENTS:
(NOTE: Record hood test time vs.
MSLD reading in this section.)

OPERATOR: Ll o.%ui.; DATE:X/‘J‘/oS

] ACCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV. O



