Vacuum Vessel Leak Test Report



Meyer Tool & Mig., Ine.

4601 SOUTHWEST HWY., OAK LAWN, ILLINOIS 60453

708/425-9080
FAX: 708/425-2612

HELIUM MASS SPECTROMETER
LEAK DETECTION TEST REPORT

MTM JOB NO.: Q0D
CUSTOMER: L R ML
MTM DRAWING/ASSEMBLY/ITEM NO.: 2403632
COMPONENT SERIAL NUMBER: Rox D’
COMPONENT DESCRIPTION: Ferp Bax  —  Vicawn s
MSLD TAG NO.: 200,9
CALIBRATED LEAK TAG NO.: Lo,
sensmviTy ( L msLo Efévsrenn); 38 Y"\f,g!é&m&,& 38y oAk Jree.
TEST PERFORMED ON SCALE: ) e
INITIAL READING: L7
FINAL READING: "7 oo o
LEAK RATE (ATM CC/SEC)
PROCEDURE USED: [ MTM-MP-1110
] OTHER
(NOTE: Record hood test ime vs. Sekayeo AU LALOS S Seave
MSLD reading in this section.) Aleds Y Metian, LML VAC SHe/(
Oy I/f4C
Ao Lecals A{NO
TeMp. L8 F
Bake, Prsss.: 30.28 in.
OPERATOR: (g & OJL DATE: /-/S-0S

/,
mCCEPT [ ] REJECT

TEST REPORT FORM TR-1110
REV.O




