Final Dimensional Inspection



Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, lilinois 60453
708/425-9080 Fax 708/425-2612

Inspection Report

Job No.: 00918-0008 OP |0 Inspected By: DJC

Customer: LBNL Date: 12-04-2004

Description: Distribution Box G MTE and Set up: Romer Arm, Calipers, Scale

MTM Dwg/Item No.: 24C352

Dimension Results _ 13

Dwg 24C352 Sheet 4

Zone B8: 38.55” +/-.08” 38.525" N

Zone Co: 95 40™ +/-,08” 95417 %_m____%____a‘

Zone C6: 66.929” +/-.08” 66.854 1

Zone C4: 13.134” +/- 08" 13.249" (*) (Centerline of JC1 to Q3 flange face.) § ﬁ_

Zone B3' 38.55” +/-08” 38.576” - B ]

Dwg 24C352 Sheet 7

JC1 Pipe Locations X+/-.08",

Y+/-.08”, Z+/-.08” ) N

XB:-11.85",0.00”, 3.07” | -1185" 006", 3.151”(*) (.001” out of tolerance in rest 2.
position, pipe can be moved into position.)

LD2:-11.85", 3 66", 0.00” -11.857, 3625, 0.00” o |

LD1: -11.85",-3.66”, 0.00" -11.857 -3.6877,0.00" - -

El:-14.457,0.00",-1.26” -14.45”, 0007, -1.25” o

CYI1.-14.45" 0.00”7, -4 33" -14.457,0.00”, -4312” i

JC2 Pipe Locations X+/- 08",
Y+/- 08", Z+/-.08”

E2.-14457,0.00”, 3.07" -14.45” 0.00”, 3.00” |
| DH: -14.45” 3 66”, 0.00” -14.45”,3.687”, 0.00” {

LD3:-11.85" 36617, 0.00” -11.857,-3.6617, -0.250” (*)( 170" out of tolerance in rest | 3.

position, pipe can be moved into position.)

CC2:-14.45”, 0.00”, -1.26” -14.45”,0.00”, -1.187”

CCl:-14.45” 2,64, -3.46” -14.45”,2.625”, -3.50”

CC3:-14.45”, -2.64” -3 467 -14.45", -2.687”, -3.50”

CY2:-14.45",0.00”, -4.33” -14.45”,0.00”, -4.375” .

| Dwg 24C352 Sheet 8

Q3 Pipe Locations X+/-.08”,
Y+/-08” Z+/- 08"
V:0.00”,0.00”, 0.00” 0.007, 0.00”, 0.00”
LD2:-9.444” 10855, 6.299” -9.444” 10.855”, 6.299”
CC3:1.735",-11.822”, 6.299” 1.735”, -11.822”, 6.299”
CC2: -1.735”, -11.822”, 6.299” | -1.735”, -1 1.822”, 6.299”

CY1:0.00", 14.126”, 3.617" 0.00”,14.126”, 3.617”
El:-15345" 2885 6.299” -15.345”", 2.885”. 6.299" ]
EX: 15335”29297 §299” 15.335”, 2,929, 6.209” B

MQX1:0.00", -5.8717, 6.299” ] 0.007, -5.871",6299" i




Meyer Tool & Mfg., Inc.

4601 W. Southwest Hwy., Oak Lawn, Illinois 60453
708/425-9080 Fax 708/425-2612

Inspection Report

Job No.: 00918-0008 OP10 Inspected By: DJC
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Description: Distribution Box G MTE and Set up: Romer Arm, Calipers, Scale
MTM Dwg/Item No.: 24C352
" Dimension Results (3)

MQX2:-5.902", -0.031”, 6.299” [ -5.9027, -0.031”, 6.299”
WQX (flange):0.00”, 2.953”, 0.0627, 3.075” (*), 0.00 ( Q3 flange centerline location to | 4 |
0.00” the JC1 flange centerline is 35.614” only 017" off

nominal, the 3.075” dimension is from the Q3 flange

centerline to the center the beam tube on the Q3 end. This

18 the beam tubes rest position on the G10 support, the
beam tube can be moved into the nominal 2.953” position. )

XB
D1 Pipe Locations X+/- 08",
Z+/-.08", Y+/- 08"

V0,007, 0.00",-13.504” 0.00”, 0.00”, -13.504”
LD1:8359", -3 650", -13.465” | 8359", 3.650" -13.465"
CC2:5.4297.0.811",-14.843" 5.429”,0.811" -14.843"

CC3: 6.604”, -7879", -14.843" | 6.604", -7.879", -14.843"
CY2:0.00",5.1147, -14.843” | 0.00”, 5.114”, -14 843"
EX: 64417, -9.963", -11.693” | 6.441",-9.963" -11.693"
| £2. -6.5407, -9 036", -11.693” | -6.546”, -9.036”, -11 693"
MBX1: 0.0, -5 249", -3.780"__ | 0.00, -5 249", -3.780"

MBX2: 3 862", -3.279", -5.465” | 3.862, -3.279”, -5.465”

WBX (flange): 0.00”, -3.528". 0.084"” (*), 3.473”, 0.00” (D1 flange centerline .004” out of | 5.

0.00” tolerance)

XB:-8.373”, -3.626", -13.465” -8.3737, -3.626”, -13 465"

Dwg 24C352 Sheet 11

Zone D8, 16.95” +/-.03” 16.801” * (Fiducial pin hole position, machined prior to 6.
welding. } 7

Zone D8; 30.71" +/-02” 30.853” * (Fiducial pin hole position, machined prior to 6.

] welding.)

Zone D6; 86.715” +/-.02” on 84.837” * (Fiducial pin hole position, machined priorto | 6.

drawing, not updated. Should be | welding.)
84.715” per calculation based on
iece part revision.

Zone D3; 16.95” +/- 03" 16.812" * (Fiducial pin hole position, machined prior to 6.
welding )
Zone D4: Reference surface L .0017/8” along x axts; .002"/8” along y axis.

=/-.6 milliradians angular
variation with respect to C (005"
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Dimension Results

over 8”)

Zone B2: 5207 Not measured. GFE not supplied to allow installation.

Zone B2: 15.2507+/-.005” Not measured. GFE not supplied to allow installation. j:

Noconformance Disposition: /., rat@ee < e ePrdD By LusTomEn. 4 /S,

bos O Pet cusrimern o ELFaeT FoMe (7 . Funi. i),

Dispositioned By: %W/ ( ) W, Date: /r/ l-/’/ 65

Notes: 1. Record valuc of all out of tolerance/specification dimension/characteristics. Unless required to record actual values, it is
sufficient to report dimensions or characteristics within tolerance or specification as OK.
2. Aslerisk (*) all nonconformances. 3. Consecutively number all nonconformances.
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