Magnet LQXB06 was dis-assembled and rebuilt as LQXB06-1. New RTD's were installed during the rebuild.

CERN Label Comments
Magnet # LQXB06-1
Module Assy # LMQXB06
Q2A ¢ MQXB07
Q2B ¢# MQXB09
Corrector Serial #/ HCMCBX001-SI1000013
Expedition
Thermometers Resistance-CERN
Q2A Inst Bus Side-Primary CX-LS-X13878 TT8312 56.86
Q2A Non-Inst Bus Side-Redundant CX-LS-X13881 TT8322 56.48
Q2B Inst Bus Side-Primary CX-LS-X13879 TT8332 59.31
Q2B Non-Inst Bus Side-Redundant CX-LS-X13876 TT8342 59.49




@ Cryogenic Thermometer Traveller
Part description: |  Cryogenic thermometer |l Top Assembly -~ VL Q_ ¢(1’ -1 j
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Cryogenic Thermometer Traveller
Part description: Cryogenic thermometer ]/@ XB - 6 - ]
Part Identiﬁcaﬁbn:'; ~ HCQITESCXT-CR000880 : ;@,l,,ﬂ.,NQN,,:Eﬁté,‘,,5,5 g(:g
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Fixing Case Thermometer Cable for Type ST Extension "‘-—"
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() Cryogenic Thermometer Traveller
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Part description: = |  Cryogenic thermometer ‘ _7’_;:15’_‘5_3-;— L¢X 157(7? sl
Part Identification: | HCQITESCXT-CR000870 ldentlﬂcation' g e 28 Tnst Bus S.de |
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@ Cryogenic Thermometer Traveller
" 2
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Part description: | ~ Cryogenic thermometer EZE LYXB -Pl~]
Part Identification: | HCQITESCXT-CR000850 ' Zﬂ 2 NoN -Bus S'de
Serial Number: CX_LS_X13876
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Fixing Case Thermometer Cable for Type ST Extension ‘i‘
ThreadD p (300 K) = 0.32 Ohmv/m p (300 K) = 0.07 Ohm/m
Hole[ | Copper AWG 30 Copper AWG 24
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